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Analytical Service
3M Personal Safety Division
Telephone: 800-243-4630

EMSL Analytical, Inc.

3410 Winnetka Avenue North
New Hope, MN 535427
Phone: 763-449-4922

Repert Number:

2100128 Page 10f2
No, of Monitors: Test Method Used:
3 3M 3550
Analysis Performed: Report Date:
2/12/2021 2/16/2021

Analyzed By:

M|

Client: Lifenet Health g i
Ric Wiles - SR. OPS Mgr ) ML,
1864 C/OH(EGIT Br. Project Manager
i Virgiiia Beach, VA 23453 * 3M Analysis Services provided by
[ e EMSL Analytical, Inc.
S (AIHA-LAP Laboratory ID 101103)
User Moniter Sampling Date Sampling Time Weight Concentration
e lge Foot
Ident:ﬁca:mn Code Compound(s) Micrograms maim3 PEM ootnotes
I M_(:‘,njdioia -2172 LH7557 1/19/21 480 min.
- Ethylene Oxide <296 <0123 <0.0694
D. Prince - 51718 LH7748 1/26/21 515 min.
Ethylene Oxide <2.97 <0.117 <0.0647
M. Brown - 91531 LH78G1 1720121 480 min,
Ethylene Oxide <296 <0.125 <0.0654
QOlivia Sta Ana - 91775 LH7764 1222121 490 min.
Ethylene Oxide <2.97 <0.123 <0.0680
B. Flythe - 1482 LH7678 1/22/21 480 min.
Ethylene Oxide <2.96 <{.125 <0.0694

The samples associated with this report were received in good condition unless otherwise noted. This report relates only to those items tested as
received by the laboratory. The QC data associated with the sample vesulis meet the recovery and precision requirements established by the
laboratory, unless specifically indicated. The final results are not field biank corrected, unless otherwise noted. The Iaboratery is not responsible
for final results caleulated using sampling times that have been provided by non-laboratory personnel. This report may not be reproduced except
in full and without written approval by EMSL Analytical, fne.

Footnotes:

< = This analyte not detected at or above the reported limit.

3M warrants only the accuracy of the samplmg/analytical methods and the data obtained thereby. 3M disclaims responsibility for any comparisons of test data to any
existing or future health and safety standard as to whether such standards are or are not adeguate to insure the safety of persons or property.

Important Netiee to User

The following warranty is made ir liew of all other warranties express or implied, including bat not limited to the implied warranties of merchantability and fimess for
purpose: 3M Personal Safety Division (3M PSD) products soid will mest the physical standards and properties set forth in the applicable product specification
datasheets issued by 3M. 3M's only obligation under this warran? shall be to replace such guantity of 3 PSD products proved to be defectively manutachired by
failing to meet the aforementioned specification data sheets, and to e responsible for any third party personal injuries directly caused by said defects.

Except as provided above 3M shall not be liable or responsible for any Ioss, damage, or liabifity, direct, indirect, incidental, special or consequential, arising out of the
sale, use or misuse, or the inability to use products by the user.
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Analytical Service
3M Personat Safety Division
Telephone: 800-243-4630

EMSL Analytical, Inc.

3410 Winnetka Avenuse North
New Hope, MN 55427
Phone: 763-449-4922

Report Number:
2100129 Page 2 of 2
Nao. of Monitors: [Test Method Used:
5 3M 3550
Analysis Performed: Report Date:
2/15/2021 2/16/2021
Analyzed By:
MDE
Client: Lifenet Health

Ric Wiles - SR, OPS Mgr

1864 Concert Dr,

Virginia Beach, VA 23453

User Moniter Sampling Date Sampling Time Weight Concentration
Identification Code : , Footnotes
Compound(s) Micrograms mg/m3 PPM

The AIHA-LAP, LLC accreditation logo applies oniy to the current scope of accreditation for the EMSL Analytical , Inc. laboratory (Lak #101103} performing the
anaiyses. 3M and any 3M products that may be advertised within this analytical report are not endorsed, approved, accrediied, o cerfified by AIHA-LAP,

LLC.
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Certificate of Lot Conformance

3M DeKalb DC #6
1650 Macom Drive
DeKalb, 1L 60115-8773

LIFENET HEALTH 1444 LONDON BRIDGE RD, 8
VIRGINIA BEACH VA 23453-3730

Date certificate is prepared: Jan-11-2021

The 3M product listed below was produced in accordance with standard manufacturing processes for the product in
effectrat the time of manufaciure.

3M Delivery/Invoice Number Customer PO Number Customer Part Namber

8050959888 4000011684

3M Material Number 3M 's Legacy 11- Digit Stock GTIN Namber

7000125176 Number 50021200169118
T70-0160-2828-7

Product Description
3M™ Ethylene Oxide Diffusion Monitor with Prepaid Analysis 3550, 5 ea/Caseea/Case

Shelf Life Sterage Condition for this Product
SHELF LIFE NOT DETERMINED STORE IN SEALED ORIGINAL PACKAGE, AVQID
EXTREME HEAT OR COLD
Lot Numnber:100412 Date of Manufacture:Jan-04-2021

Please contact your 3M Customer Service Representative if you have any questions.

Warranty and Limited Remedy: Unless stated otherwise in 3M's product literature, packaging inserts or product packaging for individual products,
3M warrants that each 3M product meefs the applicable 3M specifications at the time 3M ships the product. Individual products may have
additional or different warranties as stated on product literaturs, package inserts or product packages, M MAKES NO OTHER
WARRANTIES OR CONDITIONS, EXPRESS OR IMPLIED, INCLUDING, BUT NOT LIMITED TG, ANY IMPLIED WARRANTY
OR CONDITION OF MERCHANTABILITY OR FITNESS FOR A PARTICULAR PURPOSE OR ANY IMPLIED WARRANTY OR
CONDITION ARISING OUT OF A COURSE OF DEALING, CUSTOM OR USAGE OF TRADE, User is responsible for determining
whiether the 3M product is fit for a particular purpose and suitable for user's application. If the 3M product is shown to be nonconforming within
the warranty period, yowr exclusive remedy and 3M's sole obligation will be, at 3M's option, to replace the nonconforming 3M product or refimd
tlie purchase price.

Limitation of Liability: Except where prohibited by law, 3M will not be liable for any loss or damage arising from the 3M product, whether direct,
indirect, special, incidental or consequential, regardless of the legal theory asserted, including warranty, contract, negligence or strict liability.

This certificate or any information contained in it does not amend or change any applicable 3M terms and conditions of sale,



